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Abstract We present a novel method to support precise
insertion of engineered osteochondral grafts by pulling
from the bone layer, thereby minimizing iatrogenic
damage associated with direct manipulation of the carti-
lage layer. Grafts were generated by culturing human
expanded chondrocytes on Hyaff-11 meshes, sutured to
Tutobone spongiosa cylinders. Through the bone layer,
shaped to imitate the surface-contours of the talar dome,
two sutures were applied: the first for anterograde
implantation, to pull the graft into the defect, and the
second for retrograde correction, in case of a too deep
insertion. All grafts could be correctly positioned into
osteochondral lesions created in cadaveric ankle joints
with good fit to the surrounding cartilage. Implants
withstood short-term dynamic stability tests applied to
the ankle joint, without delamination or macroscopic
damage. The developed technique, by allowing precise
and stable positioning of osteochondral grafts without
iatrogenic cartilage damage, is essential for the implan-
tation of engineered tissues, where the cartilage layer is
not fully mechanically developed, and could be consi-
dered also for conventional autologous osteochondral
transplantation.
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Introduction
Osteochondral lesions (OCL) of the ankle joint (i.e.,
defects which affect both the articular cartilage and the
underlying subchondral bone) are typically caused by
traumatic injuries, chronic ankle instability, malalignment
or avascular necrosis [18, 19]. In order to prevent the
onset of premature osteoarthritic changes of the ankle
joint [2, 3, 16, 20], the treatment of symptomatic OCL of
the talus has been approached using a variety of surgical
options, such as microfracturing, autologous chondro-
cytes transplantation [6] or autologous osteochondral
transplantation [8]. Despite the encouraging reported
clinical results in the clinical routine use of autologous
osteochondral grafts [8, 22], the technique (often referred
to as ‘mosaicplasty’) still suffers from several problems
such as the limited availability of grafts, the frequent
donor site morbidity in up to 70% of patients [7, 22], and
the difficulty to match the size and shape of the graft with
the defect. Moreover, it was reported that the commer-
cially available extraction and implantation instruments,
based on press-fit techniques and pushing of the graft
with a probe into the defect zone, can lead to cell death in
the cartilage layer of the native autologous osteochondral
graft [9, 15].
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Some of the main limitations of the mosaicplasty
technique could be solved by the use of engineered
osteochondral grafts, whereby the patient’s own cells,
combined with three dimensional (3D) porous materials
of predefined size and shape, would generate a superficial
cartilaginous layer and an underlying calcified tissue
[17]. However, in addition to the biological and engi-
neering challenges associated to the production of such
grafts [12], also the implantation techniques will need
to be revised. In fact, engineered composite implants
would be more prone to iatrogenic damage than native
osteochondral tissues during implantation, due to their
relatively inferior mechanical properties, and therefore
their insertion, orientation and fixation would result more
critical.
Only few studies have so far addressed the issue of
improving the implantation technique for engineered
chondral or osteochondral grafts. In particular, Kandel
et al. [10] advocated the use of a stainless steel pin (1 mm),
inserted directly through the cartilage layer of the
implanted osteochondral graft. This resulted in a small
defect in the middle of the cartilaginous layer, which was
still microscopically visible 9 months after implantation in
a sheep model.
We aimed the study at developing a new, simple sur-
gical technique for the implantation of tissue engineered
composite grafts in a standard osteochondral defect of the
talus, addressing three prerequisites: (i) adequate insertion
with defined orientation and minimized iatrogenic harm,
(ii) possibility of graft extraction for more precise posi-
tioning, and (iii) immediate fixation and stability. The
method was specifically implemented for the implantation
of disc-shaped osteochondral constructs, engineered by
culture of human chondrocytes into a composite biomate-
rial, and validated by short-term insertion in cadaver ankle
joints.
Materials and methods
Engineering of osteochondral grafts
The biphasic composite consisted of discs (10 mm diam-
eter, 2 mm thickness) of esterified hyaluronic acid non-
woven meshes (Hyaff-11, Fidia Advanced Biopolymers,
Abano Terme, IT) for the cultivation of the expanded
chondrocytes (cartilage layer), which were combined with
cylindrical plugs (10.6 mm diameter, 10–18 mm height) of
decellularised bone (Tutobone-block, Tutogen Medical
Gmbh, Neunkirchen a. Br., Germany) (bone layer), as
described below. The Tutobone cylinders were main-
tained with flat surfaces or pre-shaped using a high
frequency ultrasound advise (Piezosurgery, mectron,
Ko¨ln Dellbru¨ck, Germany) to imitate the surface-contours
of the medial or lateral talar dome (Fig. 1), usually pre-
senting an angle between 70 and 90 in the frontal plane.
The Hyaff-11 scaffolds were sutured to the Tutobone-
blocks with six full thickness sutures (PDS 7-0, Ethicon,
Johnson and Johnson, USA). The sutures were applied
through six 0.2 mm channels, spaced at about 60 from
each other and drilled at an angle of about 45 with respect
to the upper surface of the Tutobone cylinders, with the
knots placed on the bone layer. The constructs were then
gamma sterilised with 30 kiloGray (Studer Hard, Da¨nikon,
Switzerland).
Adult human articular chondrocytes were collected
postmortem from full-thickness biopsies of the femoral
condyle of four individuals (range 25–45 years old), in
accordance with the Local Ethics Committee and following
informed consent of the relatives. Chondrocytes were iso-
lated, expanded for about 8–10 doublings as previously
described [4] and resuspended in Dulbecco’s modified
Eagle’s medium containing 10% fetal bovine serum,
0.1 mM non-essential amino acids, 1 mM sodium
Fig. 1 a The Hyaff-11 non-woven mesh, on the left side of the
picture, was shaped to fit exactly onto the Tutobone cylinder. The
upper contour of the Tutobone cylinder, on the right side of the
figure, was also preshaped to imitate the talar dome on the medial or
lateral side. b The Hyaff-11 and the Tutobone cylinders were
sutured together as explained in the methods section, prior to seeding
with cells. The black arrowhead indicates the position of one surgical
knot
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pyruvate, 100 mM HEPES buffer, 100 U/ml penicillin,
100 lg/ml streptomycin, and 0.29 mg/ml L-glutamine
(complete medium) at a density of 2.15 9 105 cells/ml.
Aliquots of 70 ll of cell suspension (corresponding to
15 9 106 cells) were statically loaded on the cartilage
layers of the composite materials. Cell-seeded constructs
were then cultured for 3 weeks in complete medium further
supplemented with 0.1 mM ascorbic acid, 10 lg/ml insulin
and 10 ng/ml transforming growth factor-b3 in a humidi-
fied 37/5% CO2 incubator, with medium changes twice
per week. The engineered osteochondral grafts, whose
macroscopic appearance is displayed in Fig. 2a, were
subsequently processed for histological analysis (n = 4) or
used for the cadaver implantation study (n = 6), as
described below.
Histological analysis
After 3 weeks’ culture, osteochondral constructs were fixed
in formalin/methanol, dehydrated in ascending alcohols,
defatted in xylene and embedded in methylmethacrylate.
Following polymerization, 200 lm thick sections were
obtained at intervals of 300 lm using a saw microtome
(Leica Sa¨gemikrotom SP1600) with a diamond coated
circular blade. The sections were then mounted on opaque
plastic slides, ground and polished with a special grinding
system (Exakt Schleifsystem 400 CS), and stained with
Giemsa/Eosin. The stained slides were evaluated with a
Zeiss Axioplan microscope in transmitted light mode.
Cadaver implantation
Informed consent from the deceased donor’s relatives was
first obtained for the implantation of the engineered
osteochondral constructs in the cadaveric tali. In total six
osteochondral constructs were implanted in the defects
created in the medial (n = 3) and later (n = 3) dome of the
joints of two cadavers as described below. Considering the
typical locations of OCL, a medial or lateral open approach
to the talus with osteotomy of the medial or lateral mal-
leolus was performed, as described by Gautier et al. [5].
OCL were created in a size (about 9 mm in diameter)
which is in the range of the average diameter of typical
talus lesions, using a commercially available drilling
system (Arthrex Swiss AG, Volketswil, Switzerland). In
accordance with the manufacturer’s instructions, the blue
extractor (inner diameter 9.6 mm, outer diameter 10.3 mm)
was positioned directly over the defect on the medial and
on the lateral edges of the talar dome, and hammered with
caution into the defect at 45 from the horizontal surface of
the talus and 0 in the sagittal plane (Fig. 3a). The milling
cutter (inner diameter 9.5 mm, outer diameter 10.5 mm)
was then drilled 20 mm deep into the bone and the
osteochondral cylinders extracted (Fig. 3b).
Fig. 2 a Engineered osteochondral grafts after 3 weeks of culture.
The upper surface of the grafts was maintained flat (left specimen) or
preshaped to mimic the contours of the talar medial or lateral dome
(right specimen). The black arrowhead indicates the position of
surgical knots, now partially covered by the deposited extracellular
matrix. b The engineered osteochondral composite (right specimen)
was preshaped similarly to a native osteochondral cylinder extracted
from a cadaver talus (left specimen). c Histological sections of one
representative engineered osteochondral graft after 3 weeks’ culture,
following Giemsa/Eosin stain. The top layer consists of a thin layer
of cartilaginous tissue, and some chondrocytes can be found at the
interface between bone and cartilage layers. Scale bar 2 mm
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The grafts were prepared by drilling two 0.6 mm
channels perpendicular to each other through the Tuto-
bone-cylinder of the engineered graft, at about 3–4 mm
and 7–8 mm, respectively, from the lower surface of the
scaffold. Two resorbable surgical monofil sutures (PDS 2-
0, Ethicon, Johnson and Johnson, USA) were then passed
through the pre-drilled channels and used to precisely
control the correct rotational and plane orientation of the
implant in the defect. In particular, the upper suture was
used for the anterograde implantation, to pull the graft into
the defect, and the lower one for the retrograde correction,
in case of a too deep insertion (Fig. 3c).
Before pulling the osteochondral graft into the defect, a
special K-wire provided with an eyelet was drilled through
the bottom of the osteochondral defect and through the
talus, perforating the soft tissue of the contralateral side of
the hindfoot (Fig. 3d). In the medial approach, the K-wire
was directed toward the sinus tarsi, whereas in the lateral
approach, it was introduced toward the medial talar neck.
Dynamic graft stability test
These tests were performed in order to qualitatively assess
the immediate stability of the implanted grafts and to verify
that they would not dislocate after the first ankle move-
ments. After insertion of the grafts, the Achilles tendon was
cut, the osteotomies closed with screws and plates, and
high-velocity maximal dorsi-/plantar flexion and in-/ever-
sion movements of the ankle joint and hindfoot were
performed for the duration of 1 min. After release of the
osteotomies, the implanted grafts were macroscopically
inspected.
Results
Generation of the osteochondral grafts
After 3 weeks of culture, the cartilage layer (1.5–2 mm
thick) of the constructs displayed a glossy white appear-
ance (Fig. 2a), and was macroscopically shaped similarly
to native osteochondral cylinders (Fig. 2b). Histological
staining indicated that the extracellular matrix was mainly
confined in the upper part of the cartilage layer and that
some of the seeded chondrocytes were present at the car-
tilage-bone layer interface, whereas the central region of
the cartilage layer was predominantly acellular (Fig. 2c).
Implantation of the engineered osteochondral grafts
In each of the four cadaveric implantations, independently
of the specific surgical approach (i.e., medial or lateral), the
Fig. 3 a Osteochondral defects of the talus in the ankle joint were
created by hand drilling the milling cutter (Arthrex Swiss AG,
Volketswil, Switzerland, inner diameter 9.6 mm, outer diameter
10.5 mm) at 45 to the horizontal surface of the talus and 0 in the
sagittal plane, for about 20 mm into the bone. b The picture shows the
operation site, with the osteotomy of the medial malleolus and
the osteochondral defect on the medial dome, following extraction of
the cylinder. c The upper suture (black arrowhead) and lower suture
(white arrowhead) were passed through the engineered osteochondral
grafts, and the upper one was passed through the eyelet of the
Kirschner wire (K-wire). d The special K-wire with an eyelet was
drilled through the prepared osteochondral lesion, through the talus to
the contralateral side of the hindfoot
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grafts could be inserted into the generated defects by
pulling the upper suture out through the skin using the
K-wire at the opposite side of the defects (Fig. 4a, b). By
gentle pulling maneuvers, the cartilage layer of the grafts
could be precisely positioned at the same level of the
surrounding native cartilage shoulder, avoiding cartilage
steps (Fig. 4c, d). The procedure did not involve any direct
handling of the cartilage layer or of the composite inter-
face, and thus no delamination of the layers or damage to
the cell-seeded region was observed. In one case, the graft
was first inserted too deep into the osteochondral defect,
but the second suture allowed to pull it up and re-position it
correctly.
Following the dynamic graft stability tests, the osteot-
omies were macroscopically anatomically stable and not
dislocated. All grafts were without steps still in situ and no
anatomical delamination of the cartilage layer from the
bone layer was observed.
Discussion
In this study, we demonstrated that precise positioning of
engineered osteochondral grafts may be obtained by using
a suture system for pulling the implant from the bone layer,
thereby minimizing iatrogenic damage associated with
direct manipulation of the cartilage layer.
The developed procedure does not require additional
fixation devices, which would bear the risk of displacement
or intra-articular disturbance, but is critically dependent
on the positioning of the K-wire, to prevent damage of
anatomical structures at the exit site. The pull-through
technique is rather typical in ligament surgery (e.g., for
anterior cruciate ligament reconstruction) and precaution
techniques (e.g., careful blunt dissection of the soft tissue
or fluoroscopic control of the K-wire direction) are well
known procedures to avoid complications.
After an initially coarse insertion of the graft into the
defect, the suture-based developed method allows to pre-
cisely adjust the tilt and height of the osteochondral graft in
relation to the surrounding native cartilage shoulder, and
thus to reach a perfect fitting. Even in case the osteo-
chondral graft is undersized in depth and unwillingly
pushed too deep into the OCL, the suture system can be
used to readapt and adjust the superficial layers of native
and engineered cartilage without damaging the implant,
which would be hardly feasible using the conventional
press-fit technique. This feature is crucial, as exact fitting
and positioning of the osteochondral graft seems to be a
key factor for clinical outcome after transplantation of
autologous osteochondral grafts. In fact, incongruities in
the articular surface are known to lead to significantly
increased contact peak pressures of the surrounding carti-
lage, with consequent risk of osteoarthritic degeneration
[11]. With the mosaicplasty technique, the surface incon-
gruence with the surrounding cartilage remains an
unsolved problem, since the autologous osteochondral
plugs can only roughly be matched to the defect location
Fig. 4 Implantation of the
engineered osteochondral graft
into a cadaver osteochondral
defect at the medial talar dome.
a, b The graft is pulled with the
upper suture into the defect and
positioned correctly. c If the
graft penetrates too deep into
the bone, or is not oriented in
the correct way, it can be pulled
back with the lower suture.
d Once the graft is precisely
positioned, the surgical sutures
are cut at surface level
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[11]. In contrast, tissue engineered constructs can be pro-
duced with a defined shape and size and anatomically
matched to a defect location, and thus require a more
sophisticated positioning technique.
The immediate stability of the implant fixation in the
cadaver model system was preliminarily validated by
dynamic stability tests. Obviously, the short-duration test
does not directly mimic continuous mechanical loading,
and therefore does not allow to be predictive of the long-
term graft survival. However, as known from other trans-
plantation procedures using grafts even more vulnerable to
mechanical loading (e.g., matrix associated chondrocyte
implantation (MACI), in general implant dislocation
rarely occurs if its position is initially maintained [1].
In our study, the osteochondral grafts were engineered
using a sturdy material for the bone layer, namely decel-
lularised bone, and implanted in the ankle joint. Future
studies will be required to assess whether the described
technique could be adopted also in case more fragile/brittle
materials are used or for transplantation of grafts in a
different joint.
The engineered cartilage layer of the osteochondral grafts
used in our experiments was not fully developed, and cells
were confined at the peripheral regions, most likely due to the
intrinsic mass transport limitations associated with static
culture conditions [21]. A more homogeneous distribution of
cells and of hyaline-like extracellular matrix throughout the
cartilage layer and at the interface with the bone layer, could
be achieved by culture under defined regimes of fluid flow,
within dedicated bioreactor systems [14]. An improvement
in the maturation of the tissue, with associated increase in the
mechanical properties, could play an important role to sup-
port earlier post-operative rehabilitation.
In conclusion, we developed and short-term validated
within cadaveric ankle joints a novel implantation tech-
nique for engineered osteochondral cylinders. The method
bypasses the typical pushing or hammering which is nec-
essary for press-fit insertion of autologous osteochondral
plugs in mosaicplasty surgery, and which could not be
tolerated by an engineered construct, due to the expected
lower mechanical compliance [13]. Moreover, the proce-
dure allows precise positioning and orientation of the
grafts, which is essential for constructs that would be
designed to be precisely congruent with the surrounding
cartilage surface. If further pre-clinical investigations
confirm the promising results of our cadaver study, this
technique will facilitate and improve engineered osteo-
chondral graft transplantation and may be even considered
for grafting of autologous osteochondral cylinders.
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